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INTRODUCTION
The personalisation of footwear can be beneficial for different population groups, including older people, individuals with foot pathologies or abnormalities and runners. For runners in particular, footwear personalisation has the potential to offer four main advantages: optimum fit, improved comfort perception, improved performance (by altering lower limb alignment to reduce muscle activity) and reducing injury risk through personalisation of cushioning and support requirements.
Additive manufacturing (AM) technology has potential for making footwear personalisation economically feasible due to its geometric freedom, tool-less capability and direct manufacture from CAD models. However, it is not known how personalised footwear affects discomfort and biomechanics following short and medium term use.
The main objective of this research was to evaluate the short and medium term use of personalised insoles in terms of discomfort and lower extremity biomechanics.
METHODS
Thirty eight healthy recreational runners (18 males and 20 females) were recruited. A single-blind paired samples design was employed with two experimental conditions, personalised (PERS) and control (CTRL). Participants were paired according to: gender, age, body mass index and running km per week, enabling 19 matched pairs. The participants had both feet scanned a using a 3-D laser scanner (RealScan USB 200), 15 anthropometric measurements of the foot taken, and were allocated to one of the two experimental conditions. The PERS condition consisted of a pair of trainers (NB-757) fitted with personalised insoles that were designed (Geomagic Studio software) from the foot scans to match the exact plantar geometry of the individuals' foot. The CTRL consisted of the same trainers, fitted with a pair of insoles designed from scans of the experimental trainers' original insoles. Both conditions were manufactured using the same material (DuraForm PA), thickness (2 mm) and AM technology (laser sintering). Thus, the only difference between conditions was insole geometry. The process of capturing and measuring the foot, designing and manufacturing the insoles using AM is described elsewhere (Salles and Gyi 2010).
Participants attended laboratory sessions at the start of the study (month 0), halfway (month 1.5) and at the end (month 3) for measurements of discomfort and lower extremity biomechanics. Six aspects of shoe discomfort (overall, forefoot, midfoot, heel, arch and fit) were assessed using 150 mm visual analogue scales (Mundermann et al. 2002) ranging from 'most comfortable condition imaginable' to 'not comfortable at all'. The biomechanical variables analysed were: 3-D kinematics of the knee and ankle (Vicon MX System) and vertical ground reaction force (9281CA Kistler Inst.) during 5 running trials at 2.78 m/s (± 5%) with speed controlled using electronic timing gates (SmartSpeed). For the purpose of normalising the data, at the start of study the biomechanics for all participants were measured using the original insoles of the experimental trainers. Participants were instructed to wear the trainers with the AM insoles every time they ran and to complete an activity diary throughout the 3-month period.
RESULTS AND DISCUSSION
From the 38 participants recruited, 7 discontinued, leaving 13 pairs that completed the study. Paired samples Student's t tests indicated significantly lower (p < 0.05) discomfort ratings in the midfoot, heel and fit for PERS versus CTRL at month 0 and month 3. In addition, all other discomfort ratings showed reduced discomfort for PERS compared to CTRL over the 3-month period. Arch discomfort was rated highest of the six aspects, indicating that non-weight bearing scans may not have been the ideal position to capture the arch. On the other hand, heel cup design in the PERS proved to be beneficial, possibly by giving a sensation of good fit.
At foot strike, runners in the PERS condition demonstrated a less dorsiflexed ankle that may be related to a significant reduction in mean loading rate and lower impact force peak (Table 1 ). The PERS also showed reduced maximum rearfoot eversion. No significant differences were found in the active force peak or knee kinematics over the 3-month period.
CONCLUSION
The personalised insole was more comfortable over short and medium term use, especially in the midfoot, heel and fit aspects. Most of the biomechanical differences between the two insoles occurred at the ankle joint and during the impact phase of ground contact, with the personalised insole showing reduced impact peak, mean loading rate, ankle dorsiflexion at foot strike and maximum rearfoot eversion. These results support the potential benefits of using personalised insoles for running over sustained periods of at least 3 months. , A. et al. (2002) 
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